GLEE, a new computer program for glass electrode calibration.
A new computer program (GLEE, glass electrode evaluation) has been written for the calibration of a glass electrode by means of a strong acid-strong base titration. This program provides an estimate of the carbonate contamination of the base, the pseudo-Nernstian standard potential and slope of the electrode and, optionally, the concentration of the base and pK(W.) The program runs under the Windows 3.1x, 9x and NT operating systems.